Keywords: ankle tourniquet surgery limb occlusion limb occlusion pressure Introduction/Purpose: Optimal tourniquet safety depends on accurately determining the minimum pressure necessary to achieve a bloodless surgical field, known as a patient's limb occlusion pressure (LOP). However, LOP is not yet routinely measured in all patients due to limitations of current techniques. We have evaluated a novel technique for measuring the LOP through the tourniquet cuff that overcomes many limitations of current LOP measurement techniques.
